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ABSTRACT 

Bone  is  the  substantial  unit  of  human  skeletal  system,  which  supports  the  body  and  its 
movement.  At  the  ultra-structure  level,  the  bone  matrix  is  a composite  material  consisting  of 
bone  mineral  particles,  which  are  mainly  substituted,  calcium-deficient  hydroxyapatite,  and 
collagen,  which  is  a natural  polymer.  Bone  serves  as  the  template  for  developing  bone 
replacement  materials.  Research  on  biomaterials  analogous  to  bone  was  started  in  the  early 
1 980s  by  incorporating  bioactive  particles  into  biocompatible  polymers  so  as  to  produce  bone 
substitutes.  Over  the  last  two  decades,  a variety  of  bioactive  polymer  matrix  composites  have 
been  developed  for  tissue  substitution  and  tissue  regeneration.  The  bioactive  phases  in  these 
composites  are  normally  one  of  the  calcium  phosphates,  especially  synthetic  hydroxyapatite 
(HA,  Caio(P04)(,(OH):)  which  closely  resembles  bone  apatite  and  exhibits  osteoconductivity.  If 
enhanced  bioactivity  is  required,  bioceramics  having  higher  bioactivity  such  as  Bioglass®  and 
A-W  glass-ceramic  can  be  used  as  the  bioactive  phase  in  the  composites.  For  tissue  replacement, 
bio-stable  polymers  such  as  polyethylene  (PE)  and  polysulfone  (PSU)  are  used  as  the  matrix 
polymer.  For  tissue  regeneration,  natural,  biodegradable  polymers  such  as  polyhydroxybutyrate 
(PHB)  and  chitin  are  used  as  matrices.  Furthermore,  mechanical  as  well  as  biological 
performance  of  a particular  composite  can  be  controlled  by  varying  the  amount  of  the  bioactive 
phase  in  the  composite,  thus  meeting  specific  clinical  requirements.  For  bioactive  ceramic- 
polymer  composites,  major  influencing  factors  such  as  shape,  size  and  size  distribution  of 
bioactive  particles,  mechanical  properties  and  volume  percentage  of  the  bioactive  phase, 
properties  of  the  matrix  polymer,  distribution  of  bioactive  particles  in  the  matrix  and  the  particle- 
matrix  interfacial  state  should  be  controlled  in  order  to  obtain  materials  of  desirable  properties. 
Various  techniques  are  used  to  evaluate  the  composites.  - _ 

INTRODUCTION 

Numerous  materials  have  been  used  for  bone  substitution  since  the  19th  century.  In  modem 
day  orthopaedic  surgery,  metals  such  as  stainless  steel  and  titanium  alloy  and  ceramics  such  as 
alumina  and  toughened  zirconia  are  common  in  a variety  of  implants  and  devices.  However, 
these  materials,  having  been  developed  originally  for  other  purposes  rather  than  medical 
applications,  are  considerably  stiffer  than  human  bone.  The  modulus  mismatch  between  an 
implant  material  and  the  host  tissue  can  cause  bone  to  resorb  at  the  bone-implant  interface,  which 
leads  to  implant  instability  and  hence  eventual  failure  [1],  A long  lasting  bone  replacement 
requires  the  establishment  of  a stable  bone-implant  interface,  which  necessitates  the  careful 
matching  of  the  mechanical  behaviour  as  well  as  properties  of  synthetic  implant  materials  with 
the  tissue  [2].  Furthermore,  bone  replacement  materials  must  withstand  any  anticipated  physical 
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loads  imposed  by  body  actions  without  substantial  dimensional  changes,  catastrophic  fracture,  or 
failure  due  to  impact,  creep,  or  fatigue  within  their  expected  lifetime  in  the  body. 

It  is  now  generally  recognised  that  the  best  material  for  replacing  a body  tissue  is  the  one 
that  is  similar,  if  not  identical,  to  that  tissue  [2],  The  advances  in  composite  technology  have  led 
to  the  production  of  new  composites  that  mimic  the  structure  and  match  properties  of  human 
tissues  [3].  These  novel  materials  may  overcome  problems  that  have  been  encountered  with  the 
use  of  conventional  implant  materials. 

STRUCTURE  AND  PROPERTIES  OF  BONE 


Figure  I Structural  organisation 
in  a human  long  bone  [4] 
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Bone  is  the  substantial  unit  of  human  skeletal  system,  which  supports  the  body  and  its 
movement.  Bone,  as  a natural  tissue,  has  a complex  structure  in  which  several  levels  of 
organization,  from  macro-  to  micro-scale,  can  be  identified  [4].  Take  a human  long  bone  such  as 
femur  for  an  example  (Figure  1 ).  It  consists  of  an  outer  load-bearing  shell  of  cortical  bone  with  a 
medullary  cavity  containing  cancellous  bone  towards  the  bone  ends.  Cortical  (or  compact)  bone 
as  a material  is  anisotropic  with  osteons  (also  known  as  "Haversian  systems")  being  oriented 
parallel  to  the  long  axis  of  the  bone  and  interspersed  in  regions  of  non-oriented  bone.  F.ach 
osteon  (about  100  to  300pm  in  diameter)  has  a central  Haversian  canal  (20  to  40pm  in  diameter) 
containing  a blood  vessel,  which  supplies  the  elements  required  for  bone  remodeling.  The 
Haversian  canal  is  surrounded  by  4 to  20  concentrically  arranged  lamellae  with  each  lamella 
being  3 to  7pm  thick.  Each  adjacent  lamellar  layer  has  a different  orientation  ofxollagen  fibres. 
Circumscribing  the  outermost  concentric  lamella  of  the  osteon  is  a narrow  zone  known  as  cement 
line,  which  contains  calcified  mucopolysaccharides  and  is  devoid  of  collagen.  The  cement  line  is 
I to  2pm  thick  and  is  the  weakest  part  ofbone.  Tire  densely  packed  concentric  lamellae  in 
osteons  are  composed  of  two  major  components:  fibrous  collagen,  which  is  a natural  polymer, 
and  bone  mineral.  The  mineral  crystallites  that  human  bone  contains  are  structurally  calcium- 
deficient,  carbonate-substituted  hydroxyapatite  (HA).  They  are  usually  refereed  to  as  bone 
apatite,  which  normally  has  dimensions  of  5nmx5nmx50nm  with  a rod-like  (or  sometimes  plate- 
like) habit  and  is  embedded  in  collagen  fibres.  In  mature  bone,  bone  apatite  occupies  about  50% 
of  the  total  volume.  The  precise  microstructural  organization  ofbone  is  a function  of  age  and 
varies  between  different  bones  and  between  different  locations  of  the  same  bone.  Two  levels  of 
composite  structure  are  considered  when  developing  bone  substitutes:  first,  the  bone  apatite 
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reinforced  collagen  forming  individual  lamella  (on  the  nm  to  (im  scale)  and,  second,  osteon 
reinforced  interstitial  bone  (on  the  Jim  to  mm  scale).  It  is  the  apatite-collagen  composite  at  the 
microscopic  level  that  provides  the  basis  for  producing  bioceramic-polymer  composites  for  bone 
replacement. 
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Figure  2 Effect  of  drying  on  the 
behaviour  of  human  cortical  bone  [5] 


Table  1 Mechanical  properties  of  bone  and  current  implant  materials  [2] 


Material 

E (GPa) 

a (MPa) 

£(%)  K|( 

. (MN  m-w) 

Cortical  bone 

7-30 

50-150 

1-3 

2-12 

Cancellous  bone 

0.05-0.5 

10-20 

5-7 

Co-Cr  alloys 

230 

900-1540 

10-30 

-100 

Austenitic  stainless  steel 

200 

540-1000 

6-70 

-100 

Ti-6AI-4V  alloy 

106 

900 

12.5 

-80 

Alumina 

400 

450 

~0.5 

-3 

Hydroxyapatite 

30-100 

60-190 

-1 

Polyethylene 

1 

30 

>300 

E : Young’s  modulus  a : tensile  strength  (in  the  case  of  alumina:  flexural  strength) 

e:  elongation  at  fracture  : fracture  toughness 


The  mechanical  behaviour  of  bone  may  be  assessed  on  whole  bones  in  vivo.  But  the  results 
obtained  are  difficult  to  interpret  due  to  irregular  shapes  of  bones  and  the  organizational 
hierarchy  in  bones.  Normally,  mechanical  properties  of  bone  (cortical  or  cancellous)  are 
determined  in  vitro  using  standard  or  miniature  specimens  that  conform  to  various  standards 
originally  designed  for  engineering  materials  such  as  metals  and  plastics.  The  conditions- 
required  to  prepare  and  test  dead  bone  specimens  so  as  to  give  meaningful  results  representative 
of  living  bone  have  been  well  established.  It  is  very  important  to  maintain  water  content  of  bone 
for  mechanical  assessment  as  the  behaviour  of  bone  in  the  "wet"  condition  significantly  differs 
from  that  of  bone  in  a dry  state  (Figure  2).  In  the  quasi-static  testing  condition,  a tensile  test  of 
"wet”  cortical  bone  at  ambient  temperature  gives  a stress-strain  curve  exhibiting  a small 
viscoelastic  component  and  culminating  in  brittle  fracture  at  a total  strain  of  0.5-3.0%.  As  a 
result  of  orientation,  location  and  age,  cortical  bone  has  a range  of  associated  properties  rather 
than  a unique  set  of  values  (Table  1).  Young’s  modulus  of  bone  ranges  between  7 and  30GPa.  It 
can  also  be  seen  from  Table  1 that  bone  is  significantly  less  stiff  than  the  various  alloys  and 
ceramics  currently  utilized  as  prosthetic  materials,  but  is  stiffer  than  biomedical  polymers. 
Cortical  bone  fractures  in  a brittle  fashion,  with  the  ultimate  tensile  strength  being  50  to  150MPa. 
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It  has  been  shown  that  fracture  toughness,  an  important  parameter  for  brittle  solids,  of  bone  is 
considerably  lower  than  those  of  metallic  implant  materials.  The  structure  and  properties  of 
cancellous  (or  spongy)  bone  are  also  well  understood  and  documented  [6], 

A good  understanding  of  the  structure  and  properties  of  bone  gives  structural  features  and 
provides  the  range  for  approximating  mechanical  compatibility  that  is  required  of  a bone 
analogue  material  for  an  exact  structural  replacement  of  bone  with  a stabilized  bone-implant 
interface.  It  is  important  to  bear  in  mind,  however,  that  bone  is  unlike  any  engineering  material 
in  that  it  can  alter  its  properties  and  configuration  in  response  to  changes  in  mechanical  demand. 

BIO-STABLE  COMPOSITES 

As  bone  is  an  apatite-collagen  composite  material  at  the  ultra-structural  level,  a polymer 
matrix  composite  containing  a particulate,  bioactive  component  appears  a natural  choice  for 
substituting  cortical  bone.  Bonfield  el  a I pioneered  the  use  of  hydroxyapatite  (HA)  particles  as 
the  bioactive  and  strengthening  phase  in  polymers  1o  produce  bone  analogues  [7], 

Hydroxyapatite  (HA,  Caio(PO.i)f,(OH);)  closely  resembles  bone  apatite  and  exhibits  excellent 
bioactivity.  Polyethylene  (PE)  is  a proven  biocompatible  polymer  and  hence  widely  used  in 
orthopaedics.  It  is  therefore  natural  to  combine  the  two  materials  to  produce  a composite  that 
mimics  the  structure  and  matches  mechanical  properties  of  cortical  bone.  The  ductile 
polyethylene  allows  the  incorporation  of  relatively  high  volume  percentages  of  HA  particles  in 
the  polymer  matrix,  which  is  essential  for  obtaining  bioactivity  of  the  composite.  As  no  other 
materials  are  used,  all  components  of  the  composites  are  biocompatible. 

HA/HDPE  composites  containing  up  to  45vol%  (i.e.  73wt%)  of  HA  can  be  routinely  made 
through  standardised  procedures  [8,  9].  The  process  for  manufacturing  HA/HDPE  composites 
consists  of  compounding,  powdering  (or  pelletising)  and  compression  moulding  (or  injection 
moulding).  Both  commercially  available  HA  powders  and  particulate  HA  produced  in-house 
have  been  used  to  produce  HA/HDPE  composites.  Either  a twin  screw  extruder  [8]  or  an  inlemal 
mixer  [9]  was  used  for  compounding  the  materials  efficiently.  Powdering  of  compounded 
materials  usually  took  place  in  a centrifugal  mil!  at  below  -100T.  Compression  or  injection 
moulding  coidd  produce  bulk  materials  for  prostheses  or  some  small  medical  devices. 

Composites  plates  as  thick  as  20mm  could  be  made  by  compression  moulding.  These  plates  were 
voids-frcc,  as  was  revealed  by  X-ray  radiographs. 

Rheological  studies  revealed  that  the  incorporation  of  particulate  HA  into  HDPE  resulted  in 
an  increase  in  the  viscosity  of  composites  at  their  processing  temperatures  [9].  The  presence  of 
the  HA  particles  restricted  molecular  mobility  of  HDPE  under  shear  and  hence  resulted  in  higher 
viscosity.  This  increase  m viscosity  was  more  pronounced  at  low  shear  ratesr  With  an  increase  in 
shear  rate,  the  viscosity  of  HA/HDPE  composites  approached  that  of  the  unfilled  HDPE.  Both 
HDPE  and  HA/HDPE  composites  showed  pronounced  shear  thinning  behaviour.  HA/HDPE 
composites  at  their  processing  temperatures  exhibited  discontinuity  with  a varying  shear  rate.  As 
the  HA  content  in  the  composites  increased,  the  shear  rates  at  which  discontinuity  occurred  were 
reduced.  The  die  swell  ratio  of  HA/HDPE  composites  was  reduced  as  the  HA  content  was 
increased.  It  is  possible  that  the  presence  of  HA  particles  in  the  polymer  matrix  reduced  the 
degree  of  recoiling  of  the  HDPE  molecular  chains  and  hence  led  to  the  reduction  in  swelling  of 
composites.  Analysis  of  rheological  behaviour  of  HA/HDPE  composites  is  important  for 
optimising  composite  processing  conditions  and  for  producing  high  quality  net-shape  (or  near 
near-shape)  devices. 
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SEM  examinations  of  polished  HA/HDPE  surfaces  showed  that  after  the  compounding 
process,  HA  particles  were  well  dispersed,  exhibiting  a homogeneous  distribution  in  the  polymer 
matrix  (Figure  3).  Subsequent  composite  processing  by  compression  moulding  or  injection 
moulding  preserved  these  characteristics.  This  uniform  distribution  of  HA  particles  in 
composites  is  essential  for  mechanical  as  well  as  biological  performance  of  implants.  Using  the 
image  analysis  technique  and  stereology,  it  was  possible  to  calculate  the  average  volume 
diameter  of  HA  particles  in  composites  from  SEM  micrographs  (i.e.,  from  two-dimensional 
images  to  three-dimensional  projections).  The  calculations  indicated  that  the  high  shear  forces 
generated  during  the  compounding  process  broke  up  HA  particle  agglomerates  into  unit  particles 
in  the  polymer  matrix  [10].  The  average  volume  diameter  of  HA  particles  in  compounded 
HA/HDPE  was  nearly  the  same  as  the  mean  particle  size  of  HA  powder  used  for  producing  the 
composites.  SEM  examinations  of  tensile  fracture  surfaces  suggested  that  in  the  composites  there 
was  only  mechanical  bond  between  HA  particles  and  HDPE  matrix  resulting  from  the  shrinkage 
of  HDPE  around  individual  HA  particles  during  thermal  processing  [8,11]. 


Figure  3 Uniform  distribution  of  HA 
particles  in  HA/HDPE  composite 
containing  40vol%  of  HA  [8] 


It  was  found  that  compounding  caused  slight  decreases  in  the  weight  average  molecular 
mass  (Mw)  of  HDPE,  with  the  decrease  being  dependent  on  the  HA  volume  percentage  [11], 
Further  thermal  processing  by  compression  or  injection  moulding  also  reduced  Mw.  Differential 
scanning  calorimetry  (DSC)  results  indicated  that  the  addition  of  HA  particles  caused  decreases 
in  the  degree  of  crystallinity  of  HDPE,  with  composites  of  higher  HA  contents  having  lower 
degrees  of  crystallinity  for  the  polymer  matrix  [12]. 

Thermogravimetric  analysis  (TGA)  was  used  to  determine  the  real  HA  content  in  HA/HDPE 
composites.  Calculations  made  from  TGA  curves  showed  that  the  difference  between  the  actual 
mass  percentages  of  HA  in  the  composites  produced  and  the  "Rule  of  Mixtures  (ROM)"  values 
was  negligible  and  hence  the  intended  compositions  had  been  achieved  [9,  12], 

By  varying  the  amount  of  HA  in  the  composites,  a range  of  mechanical  properties  of  the 
composites  could  be  obtained.  An  increase  in  the  HA  volume  percentage  led  to  increases  in  the 
Young's  modulus,  shear  modulus  and  tensile  strength  of  HA/HDPE,  with  a corresponding 
decrease  in  the  strain  to  fracture  [8,  13].  The  particle  morphology  and  average  particle  size  of 
HA  were  found  to  affect  mechanical  properties  of  HA/HDPE  composites  [13].  HA/HDPE  with 
45vol%  of  HA  possessed  a Young's  modulus  value  of  5.54GPa,  which  approaches  the  lower 
bound  for  cortical  bone  (Table  2).  HA/HDPE  composites  containing  40vol%  or  more  of  HA 
appeared  to  be  suitable  for  bone  substitution,  with  the  actual  composite  to  be  used  being 
dependent  on  the  nature  of  bone  being  replaced  and  the  applied  physiological  load. 
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Table  2 Mechanical  properties  of  HA/HDPE  composites  and  cortical  bone 


HA  Volume  (%) 

E(GPa) 

wamrn 

£ (%) 

0 

0.65+0.02 

0.28+0.10 

17.89+0.29 

>360 

10 

0.98+0.02 

0.39+0.16 

17.30+0.27 

>200 

20 

1.60+0.02 

0.48+0.07 

17.77+0.09 

34.0+9.5 

30 

2.73+0.10 

0.71+0.17 

19.55+0.20 

6.4+0.5 

40 

4.29+0.17 

1.18+0.07 

20.67+1.56 

2. 6+0 .4 

45 

5.54+0.62 

1.46+0.26 

18.98+2.11 

1. 9+0.2 

Cortical  bone* 

7-30 

~3.2 

50-150 

1-3 

1: : Young's  modulus  G : shear  modulus  a : tensile  strength  f:  elongation  at  fracture 
* K.  o and  r values  from  Ref  2;  G value  from  Ref.  14. 


The  creep  behaviour  of  HA/HDPE  composites  was  investigated  using  a three-station  tensile 
creep  machine  [15,  16].  The  inclusion  of  HA  particles  in  HDPE  improved  the  short-term  creep 
resistance  when  specimens  were  subjected  to  similar  stresses,  and  an  increase  in  the  HA  volume 
percentage  increased  creep  resistance.  However,  creep  failure  of  composites  could  occur  at  long 
times  due  to  debonding  at  the  HA-HDPE  interface.  The  immersion  in  Ringer's  solution  reduced 
the  creep  resistance  of  HA/HDPE  composites.  The  decrease  in  creep  resistance  was  found  to  be  a 
function  of  HA  volume  percentage  [16].  This  effect  was  due  to  the  penetration  of  fluid  into  the 
composites. 

Biaxial  (i.c.,  axial  and  torsional)  fatigue  tests  were  conducted  for  HA/HDPE  composites 
[ 17].  A fixed  axial  component  of  50%  of  ultimate  tensile  strength  (UTS)  with  the  torsional 
component  varying  from  0%  to  50%  of  ultimate  shear  strength  (USS)  was  used  for  fatigue  tests. 
Generally,  the  fatigue  life  of  HDPE  and  the  composites  was  reduced  with  an  increasing  shear 
stress  in  the  biaxial  stress  condition.  The  addition  of  particulate  HA  in  HDPE  led  to  shorter 
fatigue  life  in  low  shear  stress  conditions.  In  high  shear  stress  conditions,  the  effects  of  shear 
stress  became  dominant  and  (he  fatigue  life  of  both  HDPE  and  HA/HDPE  was  about  the  same. 

Tribological  properties  of  HA/HDPE  composites  were  evaluated  against  duplex  stainless 
steel  under  dry  and  lubricated  conditions  [ 1 8],  Lubricants  used  were  distilled  water  and  aqueous 
solutions  of  proteins  (egg  albumen  or  glucose).  HA/HDPE  composites  appeared  unsuitable  for 
implants  with  articulating  surfaces  due  to  the  formation  of  an  abrasive  slurry  of  HA  in  the 
lubricants. 

The  biological  performance  of  implant  materials  can  be  evaluated  by  in  vitro  tests,  using 
simulated  body  fluid  or  cell  cultures,  or  by  in  vivo  assessments.  In  in  vitro  experiments  using 
.human  osteoblast  cell  primary  cultures,  it  was  observed  that  the  osteoblast  cells  attached  to 
"islands"  of  HA  in  the  composites  and  subsequently  proliferated,  which  clearly  showed  the 
biocompatibility  and  bioactivity  of  HA/HDPE  composites  [19]. 

For  in  vivo  experiments,  following  sterilization  by  y irradiation,  machined  pins 
(4>2.4mmx5mm)  of  HA/HDPE  composites  were  implanted  in  the  lateral  femoral  condyle  of  adult 
New  Zealand  white  rabbits  [20].  It  was  demonstrated  that  cortical  and  cancellous  bones 
responded  positively  to  the  presence  of  HA/HDPE  implants  by  localized  apposition  adjacent  to 
the  implant  surface.  After  six  month  implantation,  the  areas  of  direct  bone  apposition,  as 
measured  from  histological  sections,  had  reached  40%  of  the  implant  surface.  The  mechanical 
compatibility  of  the  HA/HDPE  composite  with  natural  bone  had  resulted  in  the  absence  of 
significant  relative  movement  at  the  bone-implant  interface,  thus  encouraging  bone  growth 
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around  the  implant.  Ultra-microtomed  specimens  were  prepared  for  the  TEM  examination  of  the 
bone-implant  interface  [2 1 ].  At  one  month,  the  new  bone  was  mainly  seen  adjacent  to  the 
interface  where  HA  particles  were  present.  At  six  months,  the  bone  tissue  was  seen  growing 
along  the  whole  length  of  composite  implant  including  exposed  HA  particles  and  polyethylene 
matrix.  The  image  of  lattice  planes  at  the  bone-implant  interface  after  three  months  implantation 
is  shown  in  Figure  4,  exhibiting  continuity  across  the  interface  and  thus  indicating  epitaxial 


Figure  4 High  resolution  TEM 
image  of  the  bone-implant  interface 
for  a HA/HDPE  implant  (The 
interface  between  the  bone  region  B 
and  composite  C is  marked  with 
arrows.)  [21] 


Since  the  late  1980s,  subperiosteal  orbital  floor  implants  made  from  HA/HDPE  composites 
have  been  used  in  the  correction  of  volume  deficient  sockets  and  in  orbital  floor  reconstruction 
following  trauma  [22, 23].  All  the  implants  remained  in  position  and  no  infection  or  extrusion 
occurred.  Clinical  examinations  found  the  implants  to  feel  stable.  After  six  months  implantation, 
computer  tomography  (CT)  was  unable  to  detect  any  gap  between  the  implant  and  the  bone, 
implying  at  least  partial  integration  of  the  implant  with  the  orbital  floor,  which  accounted  for  the 
marked  implant  stability.  More  recently,  middle  ear  implants  were  made  from  HA/HDPE 
composites  and  satisfactory  clinical  results  have  been  obtained  [24], 

To  improve  mechanical  properties  of  HA/HDPE  composites  for  load  bearing  implant 
applications,  hydrostatic  extrusion  of  the  composites  was  investigated  [25],  It  was  found  that 
higher  extrusion  ratios  led  to  higher  Young's  modulus  and  tensile  strength  of  HA/HDPE 
composites  which  are  inside  the  bounds  for  mechanical  properties  of  cortical  bone.  The  fracture 
strain  of  HA/HDPE  was  also  substantially  increased  by  hydrostatic  extrusion.  Hydrostatically 
extruded  HA/HDPE  containing  40vol%  of  HA  possessed  a strain  to  fracture  which  was  far 
greater  than  that  of  human  cortical  bone  (9.4%  vs.  1-3%).  Furthermore,  the  bioactivity  of  the 
composites  was  retained  after  extrusion.  Therefore,  HA/HDPE  further  processed  via  hydrostatic 
extrusion  exhibits  great  potential  for  major  load  bearing  applications.  An  alternative  method  to 
enhance  mechanical  properties  of  the  composites,  i.e.,  using  coupling  agents  for  the  composites, 
was  also  investigated  [26].  However,  only  marginal  improvements  were  achieved. 

Apart  from  polyethylene,  there  are  a few  other  biomedical  polymers  that  could  be  used  for 
producing  bone  analogue  materials.  Polysulfone  (PSU)  is  an  amorphous  polymer  which 
possesses  high  specific  strength  and  modulus.  To  develop  bioactive  composites  for  load  bearing 
prostheses,  PSU  may  be  a better  choice  for  the  matrix  of  a composite  than  HDPE  as  its  strength 
and  modulus  are  significantly  higher  [27],  which  can  provide  a higher  baseline  for  composite 
properties.  Other  favourable  properties  of  PSU  are  low  creep  rate,  resistance  to  oxidation, 
excellent  resistance  to  hydrolysis  or  reduction  of  molecular  weight,  stability  in  aqueous  inorganic 
acids,  alkalis  and  salt  solutions,  and  bioinertness.  Furthermore,  PSU  has  high  resistance  to  ()-,  y-, 
X-  and  IR-radiation  and  can  be  steam-sterilised.  Therefore,  HA/PSU  composite  has  been 


growth  of  apatite  crystals  from  the  implant. 
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developed  as  a new  tissue  replacement  material  [28],  The  production  of  HA/PSU  composite 
followed  the  same  procedure  as  that  for  manufacturing  HA/HDPE  composites  [9],  HA/PSU 
composite  containing  up  to  40vol%  of  HA  was  produced.  HA  particles  were  also  well  dispersed 
in  the  PSU  matrix.  TTiermogrnvimetric  analysis  (TGA)  verified  the  amount  of  HA  in  the 
composite.  Density  close  to  the  theoretical  value  was  achieved  for  the  composite,  indicating  a 
void-free  structure.  Rheological  analysis  revealed  that  PSU  and  the  composite  exhibited 
pscudoplastic  flow  behavioural  processing  temperatures.  With  an  increase  in  HA  content, 
stiffness  of  HA/PSU  composite  also  increased.  Mechanical  properties  of  HA/PSU  composite  are 
within  the  lower  bound  for  bone.  Just  as  for  the  HA/HDPE  composites,  in  biaxial  fatigue  testing, 
the  torsional  stress  significantly  reduced  the  fatigue  life  of  HA/PSU  composite  (17). 

In  order  to  establish  a stronger  implant-bone  bond  within  a shorter  period  of  time,  glass  or 
ceramics  that  arc  more  bioaclive  than  HA,  such  as  Bioglass®  and  A-W  glass-ceramic,  could  be 
used  as  the  bioactive  phase  in  composites.  Bioglass®  is  a family  of  bioactive  glasses  that  elicit 
specific  physiological  responses,  including  the  provision  of  surface-reactive  silica,  calcium  and 
phosphate  groups,  and  alkaline  pH  levels,  at  interfaces  with  tissues.  A particular  advantage  of 
Bioglass®  is  its  ability  to  bond  to  both  hard  and  soft  tissues.  A-W  glass-ceramic  has  excellent 
mechanical  properties  while  possessing  good  bioactivity.  Using  the  technology  for  HA/HDPE 
composites,  Bioglass®  or  A-W  glass-ceramic  reinforced  polyethylene  composites  were  produced 
|29, 30].  It  was  found  that  Bioglass®  particles  were  well  dispersed  and  a reasonably 
homogeneous  distribution  of  the  particles  in  the  polymer  matrix  was  achieved.  Composite  with 
up  to  30vo!%  of  Bioglass®  exhibited  levels  of  clastic  compliance,  tensile  strength  and  fracture 
strain  comparable  to  those  of  soft  connective  tissues.  Composite  with  Bioglass®  volumes  in 
excess  of  30vo!%  possessed  mechanical  properties  comparable  to  cancellous  bone.  In  in  vitro 
experiments,  osteoblast  cells  were  found  to  attach  to  Bioglass®  particles  in  the  composite 
(Figure  5),  indicating  excellent  biocompatibility  and  bioactivity  of  the  composite. 


Figure  5 Osteoblast  cells  attaching 
to  Bioglass®  particles  in  the  Bioglass® 
/HDPE  composite  1 19] 


BIODEGRADABLE  COMPOSITES 

In  recent  years,  emphasis  in’  biomaterials  engineering  has  moved  from  materials  lhat  remain 
stable  in  the  biological  environment  to  materials  lhat  can  alter  their  properties  (i.e..  "biodegrade") 
in  response  to  the  cellular  environment.  Biodegradable  materials  are  designed  to  degrade 
gradually  in  the  body  and  will  be  replaced  eventually  by  newly  formed  tissues.  After 
implantation  in  the  body,  a biodegradable  bone  substituting  material  will  have  gradual  decreases 
in  strength  and  .stiffness  over  a clinically  determined  optimal  period.  As  bone  repairs  itself,  the 
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natural  polymer  is  biodegradable  due  to  its  (3-1,4  glycosidic  linkages  being  susceptible  to  the 
lysozyme  present  in  the  human  body.  HA/chitin  composite  could  be  produced  using  the  solution 
casting  technique,  with  a homogeneous  distribution  of  HA  particles  in  the  composites  being 
achieved  [33].  The  solution  casting  process  did  not  change  the  crystalline  structure  of  chitin. 

TGA  results  indicated  that  intended  compositions  were  achieved  for  the  composite.  Tensile 
testing  results  revealed  that  the  strength  and  modulus  of  HA/chitin  composite  decreased  with  an 
increase  in  the  amount  of  particulate  HA  in  the  composite.  SEM  examination  of  fracture  surfaces 
showed  that  HA  particles  were  separated  from  the  chitin  matrix  completely  after  tensile  tests. 
These  results  suggested  that  there  was  no  chemical  bond  between  the  two  constituents  of  the 
composite.  In  vitro  mineralisation  experiments  showed  that  HA  particles  rendered  the  composite 
bioactivc  and  significantly  improved  the  ability  of  Composites  to  induce  the  formation  of  bonc- 
likc  apatite  on  their  surfaces.  Degradation  of  chitin  in  the  simulated  body  environment  was 
observed. 

SUMMARY 

Using  body  tissues  as  templates,  various  bioactivc  ceramic-polymer  composites  have  been 
developed  over  the  last  two  decades  for  tissue  replacement  and  tissue  regeneration.  Each  of  these 
composites  has  its  distinctive  characteristics  and  may  be  used  in  specific  clinical  situations.  Bio- 
stablc  composites  have  gained  success  for  tissue  replacement.  Biodegradable  composites  appear 
to  provide  the  best  biomatcrials  solution  for  tissue  substitution  and  there  is  still  a large  scope  for 
developing  this  type  of  composites.  The  advances  in  materials  science  and  technology  certainly 
aid  in  further  research  into  bioactivc  composites  for  medical  applications. 

ACKNOWLEDGEMENTS 

The  author  would  like  to  thank  his  colleagues  and  students  in  the  University  of  London,  UK, 
and  Nanyang  Technological  University,  Singapore,  for  their  assistance  and  discussions.  Funding 
for  the  research  in  bioactivc  composites  from  various  sources  (research  councils  and  industrial 
partners)  is  gratefully  acknowledged. 

REFERENCES 

1.  W.Bonficld.  Metals  and  Materials,  Vol.3  (1987),  712-716 

2.  W.Bonficld.  M. Wang,  K.E.Tanncr.  Acta  Materialia,  Vol.46  ( 1 998),  2509-25 1 8 

3.  W.Bonficld,  Bioceramics,  Vol.8,  ( 1 995),  375-380 

4.  J.B.Park,  Biomatcrials:  An  Introduction.  Plenum  Press,  New  York.  ( 1979)  * 

5.  F.G. Evans,  M.Lebow,  American  Journal  of  Surgery,  Vol.83  ( 1 952),  326-33 1 

6.  L.J. Gibson,  M.F.Ashby,  Cellular  Solids:  Structure  and  Properties,  2nd  Edition,  Cambridge 
University  Press,  Cambridge,  (1997) 

7.  W.Bonfield,  M.D.Grynpas,  A.E.Tully,  J. Bowman.  J. Abram.  Biomaterials.  Vo).2  (1981), 
185-186 

8.  M.Wang,  D.Portcr,  W.Bonfield,  British  Ceramic  Transactions , Vol.93  (1994),  91-95 

9.  F.Tang,  M.Wang,  Proceedings  of  the  S'1'  International  Conference  on  Processing  and 
Fabrication  of  Advanced  Materials,  Singapore,  (1999),  299-306 

1 0.  M.Wang,  W.Bonficld,  Polymer  Processing  Towards  AD2000,  Singapore,  ( 1 996),  203-204 


92 


1 1 . M.Wang,  R Joseph,  W.Bonfieid,  Biomateriak , Vol.  19  (1998),  2357-2366 

12.  F.Tang,  C.H.Ng,  M.Wang,  Proceedings  of  the  International  Conference  on  Thermophysical 
Properties  of  Materials,  Singapore,  (1999),  502-508 

1 3.  M.Wang,  C.Berry,  M. Braden,  W.Bonfieid,  Journal  of  Materials  Science:  Materials  in 
Medicine,  Vol.9  (1998),  621-624 

14.  - Y.C.Fung,  Biomechanics:  Mechanical  Properties  of  Living  Tissues,  2 nd  Edition,  Springer- 
Verlag,  New  York,  (1993) 

1 5.  J.Suwanprateeb,  K.E.Tanner,  S.Tumer,  W.Bonfieid,  Journal  of  Materials  Science: 
Materials  in  Medicine,  Vol.6  (1995),  804-807 

1 6.  J.Suwanprateeb,  K.E.Tanner,  S.Tumer,  W.Bonfieid,  Journal  of  Materials  Science: 
Materials  in  Medicine,  Vol. 8 ( 1 997),  469-472 

1 7.  M.Wang,  B.Chua,  F.Tang,  Proceedings  of  the  I0fh  International  Conference  on  Biomedical 
Engineering,  Singapore,  (2000),  219-220 

18.  M.C.Neo,  M.Chandrasekaran,  M.Wang,  N.L.Loh,  W.Bonfieid,  Bioceramics,  Vol. 12, 

(1999),  449-452 

1 9.  J.Huang,  L.Di  Silvio,  M.Wang,  K.E.Tanner,  W.Bonfieid,  Journal  of  Materials  Science: 
Materials  in  Medicine,  Vol.8  ( 1 997),  775-779 

20.  W.Bonfieid,  J.C.Behiri,  C.Doyle,  J.Bowman,  J.Abram,  in  Biomaterials  and  Biomechanics, 
Edited  by  P.Ducheyne,  G.Van  der  Perre  and  A.E.Aubert,  Elsevier  Science  Publishers, 
Amsterdam,  ( 1 984),  42 1 -426 

2 1 . W.Bonfieid,  Z.B.Luklinska,  in  The  Bone-Biomaterial  Interface,  Edited  by  J.E.Davies, 
University  of  Toronto  Press,  Toronto,  (1991 ),  89-93 

22.  R.N. Downs,  S.Vardy,  K.E.Tanner,  W.Bonfieid,  Bioceramics,  Vol.4,  (1991),  239-246 

23.  K.E.Tanner,  R.N.Downes,  W.Bonfieid,  British  Ceramic  Transactions,  Vol.93  (1994),  104- 
107 

24.  R.E.Swain,  M.Wang,  B.Beale,  W.Bonfieid,  Biomedical  Engineering:  Applications,  Basis  & 
Communications.  Vol.  II  ( 1 999),  3 1 5-320 

25.  M.Wang,  l.M.Ward,  W.Bonfieid,  Proceedings  of  the  ll'h  International  Conference  on 
Composite  Materials,  Gold  Coast,  Australia,  (1997),  Vol.  I,  488-495 

26.  M.Wang,  S.Deb,  K.E.Tanner,  W.Bonfieid,  Proceedings  of  the  7th  European  Conference  on 
Composite  Materials,  London,  U.K.,  (1996),  Vol.2, 455-460 

27.  J.Black,  G.Hastings,  (eds.),  Handbook  of  Biomaterial  Properties,  Chapman  & Hall,  London, 
(1998) 

28.  B.Chua,  M.Wang,  MRS  Symposium  Proceedings,  Vol.599,  (1999),  45-50 

29.  M.Wang,  W.Bonfieid,  L.L.Hench,  Bioceramics,  Vol.8,  (1995),  383-388 

30.  M.Wang,  T.Kokubo,  W.Bonfieid,  Bioceramics,  Vol.9,  ( 1996),  387-390 

3 1 . M.Wang,  C.X.Wang,  J.Weng,  J.Ni,  Transactions  of  the  6d'  World  Biomaterials  Congress, 
Hawaii,  USA,  (2000).  81 

32.  M.Wang,  J.Weng,  C.H.Goh,  J.Ni,  C.X.Wang,  Bioceramics,  Vol. 13,  (2000),  741  -744 

33.  J.Weng,  M.Wang,  Bioceramics,  Vol. 13,  (2000),  657-660 


93 


